Anagrelide Hydrochloride

Experimental

Column: SVEA Phenyl Hexyl , 5 um 110 A 4.6 x 150 mm
Instrument: HPLC

Mobile phase: 0.05 M Phosphate Buffer (pH 2.5): Acetonitrile (25:75)
Flow rate: 1.2 mL/min

Injection volume: 10 pl

Columntemperature: 26 °C
Detector: UV 254 nm

Sample: 100 ppm Anagrelide Hydrochloride in Acetonitrile
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Performance

Retention time=1.6

UsP Tailing=1.12

Theoretical plate number = 32166

Area under curve = 144193
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